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TYPE EXAMINATION 
CERTIFICATE 

 
Product or Protective Systems Intended for Use in Potentially Explosive Atmospheres 

UKSI 2016:1107 (as amended) 

1. Type Examination Certificate Number: ITS23UKEX0736X Issue 00 

2. Product: Gas Analyzer (993X) 

3. Manufacturer: Ametek Canada LP 

4. Address: 2876 Sunridge Way NE 

Calgary, AB T1Y 7H9 

Canada 

5. This product and any acceptable variation thereto is specified in the schedule to this certificate 
and the documents therein referred to. 

6. Intertek Testing and Certification Limited, certifies that this product has been found to comply 
with the Essential Health and Safety Requirements relating to the design and construction of the 
products intended for use in potentially explosive atmospheres given in Schedule 1 of UKSI 
2016:1107 (as amended). 

The examination and test results are recorded in the confidential report 105378164CRT-003. 

7. Compliance with the Essential Health and Safety Requirements has been assured by compliance 
with EN IEC 60079-0:2018 and EN IEC 60079-7:2015/A1:2018 except in respect of those 
requirements referred to within item 14 of the Schedule 

8. If the sign “X” is placed after the certificate number, it indicates that the product is subject to the 
special conditions of use specified in the Schedule to this certificate. 

9. This Type Examination Certificate relates only to the design of the specified product and not to 
specific items subsequently manufactured. 

10. The marking of the product shall include the following: 

 

 

II 3 G  

Ex ec IIC T4...T3 Gc 

-20°C ≤ Ta ≤ +50°C 

IP 66 

Certification Officer:  Date: 
31 July 2023 

Todd L. Relyea  
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SCHEDULE: 
TYPE EXAMINATION CERTIFICATE NUMBER ITS23UKEX0736X  Issue 00 

11. Description of Equipment or Protective System 

 The product covered under this certificate is a process analyzer designed for measuring 
concentrations of gases in the range from ppm to percent. The Ametek 993X Series is a wall-
mounted enclosure. 

Model Breakdown: 

993X where 'X' can be a number 1 to 9, upper case letter A to Z or lower-case letter a to z. 

The suffix 'X' represents options which are application specific (sensors, columns, optical filters, 
lamps, heater configuration) to different gases, concentration and pressures. The similarities 
between models are the physical structure and all electrical components, except components that 
are application specific. 

12. Report Number 

 Intertek Report: 105378164CRT-003 Issue: 0 Dated: 26 June 2023. 

13. Conditions of Certification 

(a). Special Conditions of Use 

 • The equipment shall only be used in an area of not more than pollution degree 2, as defined 
in IEC 60664-1. 

(b). Conditions of Manufacture – Routine Tests 

 • EN IEC 60079-7 – Dielectric Tests (Clause 7.1) – Carried out in accordance with 6.1 (1500V 
for at least 1 minute) and alternatively, a test shall be carried out at 1.2 times the test voltage 
but maintained for at least 0.1 seconds. 

14. Essential Health and Safety Requirements (EHSRs) 

 The relevant Essential Health and Safety Requirements (EHSRs) affected by this variation have 
been identified and assessed in Intertek Report: 105378164CRT-003 Issue: 0 Dated: 26 June 2023. 

15. Drawings and Documents 

Title: Drawing No.: Rev. Level: Date: 

Certification Drawing, 993XWM Analyzer, IECEx/ATEX WX-INT-
993XWM 

A Original 
Issue 

993XWM Essential Health and Safety PN 903-
8820_English 

A -- 

  

  

  

 


